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N
anowirefield-effect transistors (nano-
FETs) enable dynamic label-free de-
tection ofmolecules with higher sen-

sitivity and shorter detection times compared
to conventional bioassays. Research efforts
over the past decade have produced signifi-
cant advances in nano-FETbiosensor technol-
ogy and resulted in highly sensitive proof-
of-concept devices capable of detecting
exceedingly low concentrations of proteins,1�3

nucleic acids,4,5 and viruses6 in solution. In
order to achieve high performance and con-
sistency across devices, understanding sens-
ingmechanisms and the effect of important
parameters is important. A number of experi-
mental studies have been reported, which
sought to elucidate the sensing mechanism
and the effect of various device parameters
on nano-FET sensitivity including electrode
material,7 nanowire composition,8,9 functio-
nalization method, receptor size,10,11 gate
bias,12�14 electrolyte ion concentration,15,16

and analyte delivery methods.17�19 How-
ever, the influence of nanowire number,
doping density, and diameter on nano-FET
biosensor sensitivity remains to be experi-
mentally quantified.
Previous studies explored the influence of

nanowire number, doping density, and dia-
meter on device sensitivity in the context of
nanowire electrical transport studies,20�22

gas-phase chemical sensing,8,23 aqueous
sensing of pH and ionic species,3,24 and
nanoribbonFETs.25,26 However, fundamental
differences between these sensor systems
and nanowire FET biosensors require that
the effect of these parameters beexperimen-
tally examined under biomolecule sensing
conditions to obtain quantitativelymeaning-
ful relationships. Several numerical models
were also established for qualitatively pre-
dicting nano-FET biosensor sensitivity de-
pendence on nanowire diameter, doping
concentration, and number.12,27,28

Herein we experimentally determine the
influence of nanowire number (the number
of bridging nanowires incorporated into
each device), nanowire doping density,
and nanowire diameter on the sensitivity
of silicon nanowire FET protein sensors
using human immunoglobulin G (hIgG) as
a model analyte. As existing large-scale
nano-FET construction methods such as
directed self-assembly,29�31 contact print-
ing,32�34

flow alignment,35 and dielectro-
phoresis36,37 of presynthesized nanostruc-
tures are incapable of precisely controlling
the diameter and/or number of nanowires
incorporated into each device, we further
present a unique fabrication method to
achieve reliable nanowire number and dia-
meter control through a combined use of
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ABSTRACT Semiconductive nanowire-based biosensors are capable of label-free detection of

biological molecules. Nano-FET (field-effect transistor) biosensors exhibiting high sensitivities

toward proteins, nucleic acids, and viruses have been demonstrated. Rational device design

methodologies, particularly those based on theoretical predictions, were reported. However, few

experimental studies have investigated the effect of nanowire diameter, doping density, and

number on nano-FET sensitivity. In this study, we devised a fabrication process based on parallel

approaches and nanomanipulation-based post-processing for constructing nano-FET biosensor

devices with carefully controlled nanowire parameters (diameter, doping density, and number).

We experimentally reveal the effect of these nanowire parameters on nano-FET biosensor sensitivity.

The experimental findings quantitatively demonstrate that device sensitivity decreases with

increasing number of nanowires (4 and 7 nanowire devices exhibited a ∼38 and ∼82% decrease

in sensitivity as compared to a single-nanowire device), larger nanowire diameters (sensors with

81�100 and 101�120 nm nanowire diameters exhibited a∼16 and∼37% decrease in sensitivity

compared to devices with nanowire diameters of 60�80 nm), and higher nanowire doping densities

(∼69% decrease in sensitivity due to an increase in nanowire doping density from 1017 to 1019

atoms 3 cm
�3). These results provide insight into the importance of controlling nanowire properties

for maximizing sensitivity and minimizing performance variation across devices when designing and

manufacturing nano-FET biosensors.

KEYWORDS: nano-FET . biosensor . nanowire number . nanowire diameter . nanowire
doping density . nanomanipulation . nano-FET fabrication
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existing large-scale nanowire integration methods
and post-processing using nanomanipulation inside
a scanning electron microscope (SEM). This process
is different from existing top-down micro- and na-
nofabrication techniques for nanowire production
(e.g., electron-beam nanolithography,1 silicon wire
thinning via repeated surface oxidation and HF
etching processes,25,38 and anisotropic timed
etching of silicon structures3), which involve high
processing costs and low yields associated with
e-beam lithography, and significant variability
across etched devices due to etching non-unifor-
mity across wafer and high sensitivity to processing
conditions. Using this technique, we are able to
fabricate arrays of nano-FET biosensors in a reliable
manner with carefully controlled nanowire proper-
ties for subsequent investigation of their effects on
device sensitivity.

RESULTS AND DISCUSSION

Nanomanipulation for the Fabrication of Nano-FET Devices.
In conjunction with conventional microfabrication
methods, wafer-scale fabrication of nano-FET biosen-
sors was previously made possible by several large-
scale nanowire-positioning techniques such as flow
alignment35 and contact printing32 of presynthesized
nanowires. Devices fabricated in this manner consist of
numerous nanowires, orientated parallel with one
another along a direction, bridging the source�drain
electrode pair (Figure 1a). In addition, the effective
length of each nanowire is dictated by the electrode
pair gap size. Although efficient, drawbacks of this
approach include the inability to reliably control the
number and diameters of incorporated nanowires
within each device. Additional post-processing proce-
dures may therefore be useful for controlling device
parameters such as nanowire number and diameter.
We first explored the use of focused ion beam (FIB)
milling for selective nanowire removal. However, as
previously reported by Hu et al.,39 EDX (energy-disper-
sive X-ray spectroscopy) analysis of FIB-milled samples
revealed substantial deposition and/or implantation of
gallium atoms around themilled region (Figure 2). Due
to the concern of gallium contamination on silicon
nanowires, an effect that has been previously demon-
strated to strongly alter the nanowires' charge trans-
port properties (at typical FIB Gaþ fluences of 30
keV),40 we chose physical nanomanipulation for this
nano-FET characterization study.

Physical nanomanipulation, despite being slower
compared to the large-scale methods, promises speci-
ficity, precision, and programmed motion and, thus,
enables the manipulation and characterization of in-
dividual nanowires. We demonstrate the use of a
nanomanipulation post-processing method to selec-
tively remove unwanted nanowires frommultinanowire
devices to formnano-FETbiosensorswithwell-controlled

number of nanowires and nanowire diameters (Figure 1).
The number of nanowires per device and their respec-
tive diameters were controlled using a piezoelectric
nanomanipulator inside an SEM (Figure 1b). A substrate
with multinanowire transistor arrays was loaded into
the SEM equipped with a nanomanipulation system
with nanometer motion resolutions. The system de-
termines diameters of each bridging nanowire via

imaging processing and also identifies nanowire(s) of
interest (those to retain and remove). Tungsten nano-
probes were then brought into close proximity of the
nano-FET devices and placed into contact with the
substrate. Unwanted bridging nanowires were physi-
cally severed and removed by running the nanoprobes
along the electrode edges across the nanowire(s)
(Figure 1c�e). Pinning of the nanowires beneath the
contact electrodes caused the nanowire to break pre-
cisely at the electrode edges. Positioning of nanop-
robes with nanometer resolution enabled the removal
of individual nanowires without disturbing adjacent
nanowires. Automation of this process facilitated the
manufacturing of single- or multiple-nanowire transis-
tors in a reproducible manner at a speed of∼1min per
device. Using this method, the fabrication yield is in
excess of ∼95% with a ∼5% failure rate that is attrib-
uted to (1) insufficient number of nanowire(s) of the
desired diameter/orientation that bridge the electrode
gap, (2) accidental severing of desired nanowire(s)
during nanomanipulation, or (3) erroneous identifica-
tion of bridging nanowire parameters via automated
image analysis (e.g., failure to identify two nanowires
lying on top of each other as such). It should be noted
that these yields are dependent on the quality of the
nanowire contact-printing process as well as the den-
sity and quality of nanowires on the donor substrate.

Electrical characterization was subsequently per-
formed to obtain device I�V characteristics and to
verify Ohmic nanowire�electrode contact, the intact-
ness of the thermal oxide layer, and proper n-type FET
electrical characteristics (Figure 1f). Electrical testing
further confirmed that all devices had stable signals.
For single-nanowire devices, this indicates that each
bridging nanowire in physical contact with the electro-
des was indeed conductive. Although it is difficult to
determine if the same is true for multinanowire de-
vices, based on the results for single-nanowire devices,
we trust that the overwhelming majority of bridging
nanowires in the multinanowire devices are also con-
ductive. All nanowires, nanowire�electrode junctions,
and electrodes were inspected for cracks and defects
using high-magnification SEM imaging. No cracks or
surface defects were observed in the nanowires or
nanowire�electrode junctions. No new defects were
observed in the electrodes as a result of nanomanipula-
tion post-processing. Testing of 10 single-nanowire
transistor devices (Vsd = 10 mV, Vg = 0 V) fabricated
using the same batch of nanowires (1019 atoms/cm3)
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exhibited an average conductance of 1.06� 10�7 S and
a variance of 2.30� 10�15 S (σ = 4.79� 10�8). Variation
in device conductance may be attributed to slight
differences in nanowire properties (diameter, doping
concentration, imperfections) and small differences in
the contacting electrode lengths between devices.

Sensitivity Dependence on Nanowire Number. We first
examined the effect of nanowire number on nano-
FET biosensing sensitivity. Previous studies have sug-
gested that the number of bridging nanowires incorpo-
rated into a device may be an important parameter in
determining sensitivity.23,41 Zhang et al.23 demonstrated
that multiple In2O3 nanowire FET devices were more
sensitive than single-nanowire devices for gaseous che-
mical sensing. While the underlying mechanism was not
determined, the authors speculated that this observation

might be attributed to the formation of nanowire�
nanowire junctions between overlapping nanowires.
Gruner et al.41 further suggested that individual carbon
nanotube (CNT) FET biosensors, as compared to CNT
network devices, exhibited higher sensitivity. As these
sensing systemsdiffer fromnano-FETbiosensors in terms
of sensing environment, molecule of interest, and/or
nanostructure composition and type, herein we investi-
gate the dependence of nanowire number in nanowire-
basedbiological sensing. Twelvedeviceswithexactly 1, 4,
or 7 bridging nanowires (80�100 nmdiameter; 4 devices
each) were fabricated and characterized in response to
increasing concentrations of hIgG (Figure 3a,b). All sen-
sors exhibited linear relationships between source�drain
current (I) and log[hIgG].28 Device sensitivity, defined as
(I � I0)/I0, was found to be maximal for single-nanowire

Figure 1. Nanowire FET construction. (a) Batch fabricated device arrays using contact printing and standard photolitho-
graphy, metallization, and lift-off (8 source electrodes and 1 common drain electrode shown). Devices have multiple
nanowires of various diameters bridging microelectrodes. The microelectrodes are on top of nanowires and pin the
nanowires down on the substrate. Inset: high-magnification (100 000�) SEM image of a single nanowire section. (b) Batch
fabricated nano-FET arraymounted on an SEM stage for nanomanipulation (nanowire selection and nanowire removal). (c,d)
Before and after nanomanipulation removal of nanowires between the source and drain electrodes (arrow: retained single
nanowire). (e) Array of 4 single-nanowire devices (arrows: remaining nanowire). (f) Current�voltage characteristics of a post-
processed nanowire FET device (Vsd = 0 to þ20 V, Vbackgate = �25 to þ25 V, increasing Vbackgate indicated by arrow).
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devices (0.05 per decade; n = 4) and decreased for
increasing number of nanowires (0.031 per decade for
4 nanowires and0.009per decade for 7 nanowires,which
represents a ∼38 and ∼82% decrease in sensitivity,

respectively; n = 4 for each case), suggesting that sin-
gle-nanowire devices can yield the highest sensitivity.

As no nanowire�nanowire junctions were present
in our devices, we attribute this phenomenon to the
depletion of hIgG molecules from solution around the
nanowires. For a single-nanowire device, which experi-
ences an initial source�drain current of I0(1nw), intro-
ducing analyte solution results in the binding of x1nw
molecules onto the nanowire surface to produce a
change in device current (I� I0)1nw, and the sensitivity
is (I � I0)1nw/I0(1nw). Similarly, for a multinanowire
device (n nanowires connected in parallel) with an
initial source�drain current of I0 (n nanowires) = n �
I0(1nw), if we assume that there is no appreciable
depletion of analyte molecules from solution, then a
total current change of (I � I0)(n nanowires) = n � (I �
I0)1nw would be expected. Under this assumption, the
sensitivity of a nano-FET sensor with n parallel nano-
wires is then (I � I0)(n nanowires)/I0(n nanowires) = n(I �
I0)1nw/nI0(1nw) = (I� I0)1nw/I0(1nw), which is equivalent to
that of a single-nanowire device. However, for low
concentrations of analyte, a finite number of analyte
molecules are located in the immediate vicinity around

Figure 2. EDX analysis of a device with nanowires removed
with focused ion beam (FIB)milling. Ga atoms are present in
the proximity of the milled region. Inset: EDX analysis of a
region away from the milled region with no presence of Ga
atoms.

Figure 3. Effect of nanowire number on device sensitivity. (a) Normalized current as a function of protein concentration for
devices with 1, 4, and 7 nanowires (n = 4 for each group; nanowire diameter = 81�100 nm; nanowire doping density = 1019

atoms 3 cm
�3). (b) Sensitivity as a function of the number of bridging nanowires (n = 4 for each group). Decreasing sensitivity

was observed for higher numbers of nanowires (n = 4 for each group; *p < 0.05).

Figure 4. Effect of nanowire doping concentration on device sensitivity. (a) Normalized current as a function of protein
concentration for single-nanowire devices with a nanowire doping density of either 1019 or 1017 atoms 3 cm

�3. All devices (n =
4 and n = 6 for experimental groups with doping densities of 1019 or 1017 atoms 3 cm

�3, respectively) contained only a single
nanowire (diameter = 81�100 nm). A lower nanowire doping density resulted in devices of higher sensitivity and also with a
significantly improved detection limit (∼10 fg/mL vs ∼10 pg/mL). (b) A ∼3.2-fold increase in sensitivity was observed
corresponding to the 2 order of magnitude decrease in nanowire doping density (n g 4 for each group; *p < 0.05).
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the nano-FET device. Therefore, the effect of analyte
depletion from the surrounding solution becomes
significant17,19 and effectively decreases the number of
nanowire�analyte binding events experienced per
nanowire. Thus, for a multinanowire FET device in which
multiple closely spaced nanowires compete for the
binding of free analyte molecules, the number of nano-
wire�analyte interactions for each nanowire is expected
to decrease for increasing numbers of nanowires such
that x(n nanowires) < x1nw, resulting in a smaller current
change for eachnanowire. Therefore, a lower sensitivity is
expected for nano-FET devices with multiple nanowires
(i.e., (I � I0)(n nanowires)/I0(n nanowires) < (I � I0)1nw/I0(1nw)).
While further testing is required to conclude that analyte
depletion is indeed the cause for the experimental
observations, the results indicate that precise control
over the number of bridging nanowires incorporated
into a nano-FET device is important to optimizing device
sensitivity, and that the control of nanowire spacing in
multinanowire sensors may have practical implications.

Sensitivity Dependence on Nanowire Doping. We next
examined the effect of nanowire doping concentration
on nano-FET sensitivity. Single-nanowire devices, with
diameters between 80 and 100 nm, were constructed
using nanowires of two different doping concentrations

(1017 and 1019 atoms/cm3, n= 6 and n= 4 respectively).
Source�drain current was measured as increasing
concentrations of hIgG solution (10 fg/mL to 10 μg/
mL) were introduced to the sensor surface. Nano-FET
sensitivity was extracted as a function of protein con-
centration and correlated with the nanowire doping
concentration. Figure 4 shows that a 2 order of magni-
tude change in doping concentration (from 1019 to
1017 atoms 3 cm

�3) resulted in a ∼3.2-fold increase in
nano-FET sensitivity from 0.05 to 0.16 per decade.
The sensitivity increase was also accompanied by a
significantly lower sensor detection limit (∼10 fg/mL vs
∼10 pg/mL) for hIgG.

These results reveal that nano-FET sensitivity is
strongly dependent on nanowire doping concentra-
tion, with lower doping densities resulting in higher
device sensitivity. These findings are in qualitative
agreement with computational modeling predic-
tions.27 However, direct quantitative comparisons can-
not bemade due to differences in nanowire dimensions
used in the present study and previous studies. As
previously reported in the literature, this observation
may be attributed to the reduced effect of charge
screening by mobile charge carriers in nanowires with
lower doping densities.27

Figure 5. Effect of nanowire diameter on device sensitivity. Single-nanowire devices with diameters ranging between 60 and
120 nm were characterized. Nanowire diameters were grouped into three categories: 60�80, 81�100, and 101�120 nm.
Nanowire doping densities were 1017 atoms 3 cm

�3. (a) Normalized current as a function of protein concentration for single-
nanowire devices with different nanowire diameters (n = 6 for each group). (b) Smaller nanowire diameters produced more
sensitive nanowire FET biosensors (n = 6 for each group; *p < 0.05).

Figure 6. (a) Schematic of a single-nanowire FET biosensor after biofunctionalization (b) XPS analysis verifies successful
conjugation of APTES molecules, as indicated by the presence of nitrogen.
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Sensitivity Dependence on Nanowire Diameter. We finally
investigated the effect of nanowire diameter on nano-
FET sensitivity. While several nano-FET gas8 and pH
sensors3,24 have demonstrated a sensitivity depen-
dence on nanowire diameter, few experimental studies
have examined this dependence for biosensing appli-
cations. Numerical modeling results of nanowire bio-
sensors presented by Nair et al.27 predicted a negative
correlation between nanowire diameter and device
sensitivity. However, the quantitative extent of this
dependence has yet to be determined experimentally.
We, therefore, explored the influence of nanowire
diameter by fabricating single-nanowire devices with
nanowire diameters ranging between 60 and 120 nm.

As diameter variations exist among presynthe-
sized nanowires, we categorized our devices into
three experimental groups based on their nanowire
diameters: 60�80, 81�100, and 101�120 nm (n = 6
for each case). The sensors were then characterized
against increasing concentrations of hIgG to deter-
mine device sensitivity. As shown in Figure 5, a
negative relationship between nanowire diameter
and device sensitivity was observed for single-nano-
wire devices with diameters ranging from 60 to
120 nm (0.12 to 0.19 per decade, ∼58% increase
in sensitivity; n = 6), demonstrating that nano-FET
devices with thinner nanowires exhibit a higher sen-
sitivity. This trend is in agreement with the numerical

modeling predictions reported by Nair et al.,27 in
agreement with experimental pH measurements
made by Stern et al.,42 and in agreement with nano-
ribbon-based FET (45�100 nm thick, 1 μmwide, 2 μm
long) biosensing results observed by Elfstrom et al.25

Our resultsprovideexperimental evidencedemonstrat-
ing the importance of control over nanowire properties in
determining nano-FET biosensor sensitivity and further
quantify theeffect of threenano-FETbiosensor parameters
(nanowire number, doping density, and diameter) on
device sensitivity. We are aware that when the effects of
nanowire number and doping density were studied, there
were slight variations in nanowire diameter (80�100 nm),
which might introduce a parameter-coupling effect into
themeasurements. However, the potential coupling effect
was captured and reflected in the variance of each mea-
surement (standard deviation). The observed sensitivity
change resulting from the intentional alteration of a single
parameter was still statistically significant (p < 0.05) in all
experiments.

CONCLUSIONS

In summary, we have demonstrated a fabrication
method that combines large-scale fabrication and SEM
nanomanipulation post-processing for constructing
nano-FET biosensors relatively inexpensively with
well-controlled nanowire number and diameters.
Using this method, we constructed single-nanowire
FET biosensors to experimentally study the effect of
nanowire doping density and nanowire diameter on
device sensitivity. We experimentally observed that
nanowires with a lower doping density produce
significantly more sensitive nano-FET sensors and
that smaller nanowire diameters also improve de-
vice performance. Furthermore, we also experimen-
tally demonstrated the effect of nanowire number
on nano-FET biosensor sensitivity and have attrib-
uted the decreased sensitivity in multinanowire
devices to competitive binding and depletion of
analyte from the surrounding solution. This phe-
nomenon further stipulates that separation dis-
tance between nanowires in a multiple-nanowire
biosensor must be controlled in order to achieve
device sensitivity comparable to single-nanowire
devices. These findings may serve as a design
reference for the optimization of nano-FET biosen-
sor performance, in terms of both improving device
sensitivity and minimizing variability across devices.

METHODS
Nanowire Synthesis. Phosphorus-doped (n-type) silicon nano-

wires (SiNWs) were synthesized on a silicon wafer growth
substrate using a chemical vapor deposition (CVD) process via
the gold-catalyzed vapor�liquid�solid nanowire growth me-
chanism (550 �C, 10�50 Torr, 10% SiH4/H2 silicon source, PH3

dopant source; Illuminex Corp., USA). Nanowires synthesized

under these conditions had a distribution of diameters between
60 and 120 nm. Two batches of nanowireswith different doping
concentrations (1017 and 1019 atoms/cm3) were synthesized.

Fabrication of Nano-FET Arrays. Wafer-scale transfer of the as-
grown nanowires onto a device substrate (degenerately doped
siliconwafer with a 2000 nm thick thermal oxide layer) using the
previously reported contact printing method32 resulted in

Figure 7. Typical current�time response for 7 Si nanowire
FET biosensors. Device current increased from a baseline
value (dry device) upon subsequent addition of sample
solution with increasing concentrations of hIgG in 0.1� PBS
buffer (from 10 fg/mL to 10 μg/mL). Arrows indicate addi-
tions of sample solution.
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the high-density deposition of well-aligned nanowires. Briefly,
the growth substrate was inverted and placed on top of the
device substrate such that the as-grown nanowires were sand-
wiched between the two silicon wafers. A weight was then
placed above of the growth substrate to provide a normal force
of 20 g 3 cm

�2. Lateral displacement of the growth substrate
over the device substrate at a constant velocity of 20 mm 3
min�1 resulted in the transfer of a high-density monolayer of
well-aligned nanowires onto the device substrate. Standard
photolithography, metallization, and lift-off wafer-level micro-
fabrication processes were subsequently used to form 200 nm
thick Al electrodes over the aligned nanowires producing arrays
of multinanowire transistors (Figure 1a).

Integration with a Microfluidic System. After nanomanipulation
post-processing to control nanowire number and diameter,
nano-FET arrays were encapsulated into a simple microfluidic
channel to facilitate easy solution handling during surface
functionalization and subsequent biosensing experimentation.
As the surface modification process functionalizes all oxide
surfaces, incorporation of the microfluidic channel also served
to restrict functionalization and fluid contact area during bio-
sensing experiments. The microfluidic channels (5 mm� 1 mm
� 0.4 mm) were fabricated by molding poly(dimethylsiloxane)
(PDMS; Microchem Corp., Newton MA, USA) onto an SU-8 50
(Microchem Corp., USA) mold master using standard soft
lithography. The channels were then detached from the mold
master and irreversibly bonded onto the nano-FET arrays.

Nanowire Functionalization. Unless otherwise specified, all che-
micals and reagents used for functionalization and biosensing
experiments were purchased and used without further purifica-
tion from Sigma-Aldrich (Oakville, Canada). Surface modifica-
tion was performed using 2% (3-aminopropyl)triethoxysilane
(APTES) in ethanol (30 min), 3% glutaraldehyde in phosphate
buffered saline (0.01M PBS, pH 7.4, 30min), and anti-human IgG
(Invitrogen, USA) in PBS.43 Unreacted terminal aldehyde groups
were passivated with a 100 mM ethanolamine solution in PBS
(pH 8.4) and washed with a solution of 0.5% Tween-20 in PBS.
Successful and repeatable functionalization of silicon oxide
surfaces was verified using X-ray photon spectroscopy (XPS)
and fluorescence microscopy analysis. Successful conjugation
of APTES was verified by the presence of nitrogen atoms on the
sample surface using XPS analysis (Figure 6). Immobilization of
fluorescently tagged anti-hIgG (Alexa Fluor-488 anti-hIgG,
Invitrogen) was verified using fluorescence microscopy.

Biosensing Experiments. All biosensing experiments were car-
ried out at room temperature using various concentrations of
hIgG in 0.1� PBS as a model analyte for immunodetection
applications (Figure 7). The low ionic concentration of 0.1�was
used to reduce the effect of charge screening by mobile ions in
solution. Increasing concentrations of hIgG (from 10 fg 3mL�1

up to 10 μg 3mL�1) were introduced to the sensor surface, and
sufficient time was given to ensure that signal equilibrium was
reached before the addition of subsequent solutions. Electrical
measurements were performed using a Keithley 2602 source-
meter (for all biosensing experiments: Vsd = 10 mV, Vg =�1.0 V,
Isd was measured and recorded). The gate voltage was applied
using a Ag/AgCl solution gate electrode immersed within the
electrolyte.

Up to 18 devices were characterized simultaneously
throughout experimentation using a LabVIEW-controlled data
acquisition system and a multiplexer (National Instruments,
USA). For each concentration of hIgG, the steady-state normal-
ized device current (I/I0) was measured and plotted against the
protein concentration. Sensitivity, defined as (I� I0)/I0, was then
determined and plotted against the test parameter. Statistical
significance was determined using unpaired student t test
assuming unequal variances (p < 0.05).
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